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ULTRASOUND PROBE WITH DYNAMIC
FOCUS AND ASSOCIATED SYSTEMS AND
METHODS

TECHNICAL FIELD

The present disclosure relates to ultrasound probes and
associated systems and methods and, in particular, to ultra-
sound probes with sub-aperture beamforming and dynamic
focus with a simplified dynamic delay updating mechanism.

BACKGROUND

Conventional ultrasound systems generally include an
ultrasound probe formed from a plurality of transducers
which define an aperture of the ultrasound probe. The trans-
ducers can be arranged spatially and can be divided into a
plurality of sub-apertures or sub-arrays. Sub-aperture proces-
sors (SAPs) may perform beamforming operations for the
elements within the sub-aperture, on both transmit and/or
receive operations. A typical ultrasound system generally
further includes a receive and/or transmit beamformer that is
external to the probe and that is connected to the transducer
elements by electrical cables.

The beamformer generally focuses and steers ultrasound
energy transmitted and received by the probe to acquire
acoustic reverberation data as one step in generating images
of anatomic content on a display. In particular, the transmit
beamformer generates pulse or continuous signals and the
plurality of transducers convert electrical signals to pressure
waves and vice versa. The pressure waves generally propa-
gate through tissue and part of the ultrasound energy is
reflected back to the transducers. The receive beamformer
processes the received ultrasound echoes and focuses the
energy. The ultrasound signals are then processed and con-
verted into an audio output and/or a visual display at a graphi-
cal user interface (GUI).

As described above, each ultrasound waveform is output
by the probe via a respective channel. In conventional (non-
3D) ultrasound systems, each transducer element is normally
associated with a distinct cable or wire connecting the probe
to the beamformer to facilitate processing of the respective
ultrasound signal, e.g., geometrical calculations are required
for each transducer element for steering. For 3D ultrasound
systems with thousands of individual elements, a distinct
cable is not feasible. To deal with the thousands of elements,
transmission is handled by distribution of a set of transmit
signals from the system or with transmitters in the probe.
Receiving is handled with a combination of beamforming in
the probe and/or system. The probe beamforming can be
analog and/or digital. A digital solution requires an analog-
to-digital (ADC) converter in the probe. Since each channel
can have an ADC, some implementations can require thou-
sands of ADCs. As a result, the implementation of a beam-
former in the probe may require one or a plurality of appli-
cation specific integrated circuits (ASIC) and a technical
solution that makes it possible to fit the circuitry needed
within the required restrictions on silicon area, power, setup
data, calculation time, and the like.

Thus, a need exists for ultrasound probes with means for
reducing the complexity for implementing a dynamic beam-
former. These and other needs are addressed by the ultra-
sound probes and associated systems and methods of the
present disclosure.

SUMMARY

In accordance with embodiments of the present disclosure,
exemplary ultrasound probes with sub-aperture processing
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capable of dynamic focus are provided that generally include
groups or arrays of transducer elements that form sub-aper-
tures in the ultrasound probe. The transducer elements of the
sub-apertures can transmit and/or receive ultrasound signals.
An initial delay can generally be applied to ultrasound signals
associated with the individual transducer elements of the
sub-apertures. The exemplary ultrasound probes generally
include a sub-aperture processor configured to dynamically
apply delay updates to the ultrasound signals associated with
the transducer elements of the sub-apertures. In order to sim-
plity the implementation, the transducer elements can be
assigned to one out of a plurality of dynamic delay update
groups, where transducer elements within an update group
can apply the same delay updates at the same delay updates at
the same rate and/or magnitude. The sub-aperture processor
can therefore be configured to dynamically apply delay
updates to the ultrasound signals repeatedly for a predeter-
mined time period to approximate an ideal delay profile, with
the frequency of the delay updates being configurable per
sub-aperture processor and the magnitude of the delay
updates being dependent on the dynamic delay update groups
to which the transducer elements are assigned.

The sub-aperture processor can assign the transducer ele-
ments to the plurality of dynamic update groups by configur-
ing the sub-aperture processor to apply a first delay modifi-
cation to a first group of transducer elements within the sub-
apertures and a second delay modification to a second group
of transducer elements within the sub-apertures. This process
can be repeated for the plurality of dynamic update groups.
The delay modifications of each delay update group can be
different from the delay modification of the other delay
update groups. A delay modification of the delay update
group can have an opposite sign of a delay modification of
another delay update group. One or more of the delay update
groups may not receive a delay modification. In some exem-
plary embodiments, the delay modifications can be static.

The dynamic delay update groups within the sub-apertures
can be updated at two or more different rates. Alternatively,
the delay updates may be applied at the same rate, but using
two or more different delay update magnitudes. The delay
updates applied by the sub-aperture processor can be a curved
or piecewise linear approximation of an ideal delay profile
associated with the transducer elements in the dynamic delay
update groups. The sub-aperture processor can be configured
to apply the initial delay to the ultrasound signals to substan-
tially align the phase of the ultrasound signals initially
received by the sub-aperture elements. The sub-aperture pro-
cessor can be further configured to apply delay updates to the
dynamic delay update groups to substantially align the ultra-
sound signals received by the transducer elements in phase
for the sub-aperture as a function of time.

The sub-aperture processor can be configured for process-
ing of a plurality of beams. For example, the sub-aperture
process can be configured to process a first beam with a first
set of dynamic delay update parameters and a second beam
with a second set of dynamic delay update parameters. The
first set of dynamic delay update parameters can be different
from the second set of dynamic delay update parameters, and
the delay update group assignments may also be different
form one beam to the next. To process a first beam direction,
the sub-aperture processor can be set up in accordance with
the above-described scheme to beamform the ultrasound sig-
nals from the direction of the first beam. To process a second
beam direction, the sub-aperture processor can be set up in
accordance with the above-described scheme to beamform
the ultrasound signals from the direction of second beam. In
some embodiments, rather than being connected to the trans-
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ducer elements directly, the receive beamformer can be con-
nected to the sub-aperture processor electronics. This exem-
plary set-up can be repeated for each beam in the plurality of
beam directions. The sub-aperture processor can be further
configured to set a rate for applying discrete delay updates to
ultrasound signals associated with the transducer elements of
the sub-apertures. Further, the sub-aperture processor can be
configured to set a magnitude of the initial delay applied to
ultrasound signals associated with the transducer elements of
the sub-apertures. The delay updates can be one of, e.g., an
incremented delay, a static delay, a decremented delay, and
the like.

The sub-aperture processor can be configured to apply a set
of initial delays to ultrasound signals associated with the
transducer elements of the sub-apertures. Further, the sub-
aperture processor can be configured to begin applying the
delay updates to ultrasound signals associated with the trans-
ducer elements of the sub-apertures in response to a counter,
e.g., a start counter, and the like. In addition, the sub-aperture
processor can be configured to continue applying delay
updates at intervals specified by a counter, e.g., a rate counter,
and the like. The sub-aperture processor can further be con-
figured to stop applying the delay updates to ultrasound sig-
nals associated with the transducer elements of the sub-aper-
tures in response to a counter, e.g., a stop counter, and the like.
In some embodiments, the counter can be part of a controller.
Although a counter is used in relation to sub-aperture control,
it should be understood that in some embodiments, other
types of control circuitry can be used.

In accordance with embodiments of the present disclosure,
exemplary ultrasound systems with a dynamic focus are pro-
vided that include an ultrasound probe including an array or
group of transducer elements that form a sub-aperture(s). The
exemplary systems further include a sub-aperture processor
configured to apply an initial delay to ultrasound signals
associated with the transducer elements of the sub-apertures.
The transducer elements of the sub-apertures can be assigned
to dynamic delay update groups. The sub-aperture processor
can be further configured to dynamically apply delay updates
to the ultrasound signals repeatedly for a predetermined time
period to approximate an ideal delay profile. The delay
updates can be configurable per sub-aperture processor. A
magnitude of the delay updates can be dependent on the
dynamic delay update groups to which the transducer ele-
ments are assigned.

The sub-aperture processor generally includes at least one
counter, e.g., a start counter, a rate counter, a stop counter, and
the like. The sub-aperture processor can be configured to
apply the initial delay to ultrasound signals associated with
the transducer elements and apply delay updates in response
to the at least one counter. The sub-aperture processor can be
further configured to apply discrete delay updates to ultra-
sound signals associated with the transducer elements at a
specific rate each time the at least one counter reaches a
specified value and to stop the delay updates after a specified
number of delay updates has been completed.

In accordance with embodiments of the present disclosure,
exemplary methods of receiving and/or transmitting ultra-
sound signals with a dynamic focus are provided that gener-
ally include applying an initial delay to ultrasound signals
associated with transducer elements of a sub-aperture dis-
posed in an ultrasound probe. The methods generally include
assigning the transducer elements of the sub-aperture to
dynamic delay update groups. Further, the exemplary meth-
ods generally include applying delay updates to the ultra-
sound signals repeatedly for a predetermined time period to
approximate an ideal delay profile. A frequency of the delay
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updates can be configurable per sub-aperture processor. A
magnitude of the delay updates can be dependent on the
dynamic delay update group to which the transducer elements
are assigned.

The exemplary methods can include transmitting ultra-
sound signals via the transducer elements of the sub-apertures
and applying the initial delay to the ultrasound signals via a
sub-aperture processor to specify a focal point or the desired
focus information for the ultrasound signals. The exemplary
methods further include receiving ultrasound signals via the
transducer elements of the sub-apertures and applying the
delay updates to the ultrasound signals via a sub-aperture
processor to substantially align the ultrasound signals
received by the transducer elements in phase for each of the
dynamic delay update groups.

The exemplary methods can include processing a first
beam using a first set of dynamic delay update parameters and
a second beam using a second set of dynamic delay update
parameters. The first set of dynamic delay update parameters
can be different from the second set of dynamic delay update
parameters. The exemplary methods generally include apply-
ing different delay increments or decrements for the delay
updates for each of the first and second set of dynamic delay
update parameters. Further, the exemplary methods include
applying different delay update periods for the delay updates
for each of the first and second set of dynamic delay update
parameters. In general, the exemplary methods include set-
ting a rate for discretely applying the delay updates to ultra-
sound signals associated with the transducer elements of the
sub-apertures.

Other objects and features will become apparent from the
following detailed description considered in conjunction with
the accompanying drawings. It is to be understood, however,
that the drawings are designed as an illustration only and not
as a definition of the limits of the invention.

BRIEF DESCRIPTION OF THE DRAWINGS

To assist those of skill in the art in making and using the
disclosed devices and associated systems and methods, ref-
erence is made to the accompanying figures, wherein:

FIG. 1 shows block diagrams of an exemplary ultrasound
system,

FIG. 2 shows an exemplary block diagram of a ultrasound
probe including sub-aperture processors to illustrate a receive
mode of operation;

FIG. 3 shows a block diagram of an exemplary beamform-
ing system;

FIG. 4 shows an exemplary transducer with a two-dimen-
sional array of sub-apertures;

FIG. 5 shows an exemplary sub-aperture with a two-di-
mensional array of transducer elements;

FIG. 6 shows an exemplary transducer element;

FIGS. 7A and 7B show exemplary sub-apertures with an
exemplary grouping into dynamic delay update groups;

FIG. 8 shows an exemplary delay profile for a sub-aperture
with grouped transducer elements;

FIG. 9 shows an exemplary delay profile approximation
with delay increments and decrements based on dynamic
delay update groups;

FIG. 10 shows a block diagram of an exemplary delay
update timing controller for a sub-aperture processor; and

FIG. 11 shows an exemplary ideal steering profile for two
exemplary sub-aperture shapes.

DESCRIPTION OF EXEMPLARY
EMBODIMENTS

FIGS. 1 and 2 show an exemplary ultrasound system 10 of
the present disclosure. Referring to FIG. 1, the system 10
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generally includes an ultrasound probe 12 that includes an
aperture assembly 14 formed from a plurality of transducer
elements that define an aperture of the probe 12. The main
ultrasound processing unit 15 generally includes a transmit
beamformer 20 connected to the transducer elements by elec-
trical cables 40. The system 10 can further include a high
voltage transmit amplifier 18 (HV Tx AMP) for amplifying
the transmit signals from the beamformer 20 and multiplexer/
demultiplexer and transmit/receive switches 16 (MUX/DE-
MUX and T/R switches). A beamformer central control sys-
tem 22 can be utilized to control the beamformer 20. The
beamformer 20 can range from a pure setup/delay control to
a full pulse transmitter depending on the chosen design.

The main ultrasound processing unit 15 can also include a
time gain compensation amplifier 24 (TGC), an analog-to-
digital converter 26 (ADC), and a receive beamformer 28 for
receiving ultrasound energy signals. The received ultrasound
signals can further be processed by, e.g., spectral Doppler
processing 30, image and motion processing 32, color Dop-
pler processing 34, and the like. The transmit beamformer 20
generates pulse or control signals and the plurality of trans-
ducer elements convert electrical signals to pressure waves
which propagate through tissue and reflect back to the trans-
ducer elements. The receive beamformer 28 processes the
received ultrasound echoes and focuses the energy. The ultra-
sound signals are then processed and converted into an audio
output 36 and/or a visual display 38 at a graphical user inter-
face (GUI).

Referring now to FIG. 2, the ultrasound probe 12 includes
an aperture assembly 14 that is generally formed from a
plurality of transducers elements 44 that define an aperture 13
of'the probe 12. The transducers elements 44 can be arranged
spatially and may be divided into a plurality of sub-apertures
42 (SAs 42) or sub-arrays for both transmit and receive opera-
tions. Each SA 42 of the transducer elements 44 can include
a dedicated sub-aperture processor 48 (SAP 48). The trans-
ducer elements 44 can individually receive an initial delay. In
some embodiments, the transducer elements 44 can be
grouped for receiving the same frequency and/or magnitude
of a delay.

The sub-aperture processor 48 can be configured to regu-
late and/or control the application of delay elements 46 for
example by dynamically controlling and/or applying initial
delays, delay updates, and the like, to ultrasound signals
received and output by the transducer elements 44 via a con-
troller 49. The delay elements 46 can be dynamically con-
trolled and/or applied by the controller 49 to substantially
align the phase of the ultrasound signals received by the
transducer elements 44. The dynamic processing of ultra-
sound signals by the controller associated with the transducer
elements 44 occurs at the sub-aperture processor level of the
exemplary aperture assembly 14. A dedicated summation
element 50 can be implemented in each SAP 48 to combine
the plurality of phase-aligned ultrasound signals from the
transducer elements 44 associated with a particular SAP 48
into a single ultrasound signal 52, i.e., a single channel. The
ultrasound signals 52 for each SA 42 can further be output
from the probe 12 to a main ultra sound processing unit 15 via
a cable 40.

While FIG. 2 is illustrative of one exemplary embodiment,
in which each SAP 48 can include a separate controller 49,
those skilled in the art will recognize that one controller 49
can be operatively coupled to each of the delay elements 46 in
each of the SAPs 48. Additionally, or in the alternative, the
controller(s) 49 can be external to the probe 12, and can, for
example, be implemented within the main processing unit 15.
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FIG. 3 shows an exemplary beam 60 being received by an
exemplary embodiment of one of the sub-apertures 42 and
processed by an exemplary embodiment of the sub-aperture
processor 48. The transmit beamformer 20 generally gener-
ates spherical signals such that a spherical wave of ultrasound
signals is generated which focuses at a particular point. Thus,
the timing for each ultrasound signal is slightly different than
the other ultrasound signals, which can be defined by an
arc-shaped delay pattern of ultrasound signals. For example,
as illustrated in FIG. 3, pulses are initially generated by a
beamformer 20 and reflected pulses are received by trans-
ducer elements 44 of the sub-aperture 44. The transmitted
ultrasound signals can be reflected from a particular focal
point 62. Waveforms 64 illustrate the arc-shaped delay pat-
terns of the ultrasound signals prior to correction. Each
reflected waveform 64 can be received by a respective trans-
ducer element 44 and apply the corresponding delay, e.g., an
arc-shaped delay pattern, with delay elements 46. The arc-
shaped waveforms 64 of sub-aperture 42 can further be
dynamically corrected, i.e., dynamically steered or focused,
with delay elements 46 of the sub-aperture processor 48 at
correction stage 68 to create a phased-aligned version of the
waveforms 64. The lineated waveforms 64 may further be
summed by an exemplary embodiment of the summation
element 50 at a summing stage and output as a single signal 52
to be processed. Thus, rather than implementing separate
channels for each waveform 64 received by the transducer
elements 44, the waveforms 64 can be phase-aligned and
summed for each SA 42 and transferred to main processing
unit 15.

FIG. 4 illustrates an exemplary aperture 102 that includes
an 8x8 two-dimensional array of SAs 104 for one application-
specific integrated circuit (ASIC). Although illustrated as an
8x8 array of SAs 104, it should be understood that in some
exemplary embodiments, the aperture 102 can include a vari-
ety of SA 104 arrays. The ASIC associated with aperture 102
may also include a periphery input/output region for commu-
nicating the ultrasound signals between the ultrasound probe
and the ultrasound signal processing system (not shown), e.g.,
a computer, a processing device, and the like. In some exem-
plary embodiments, the transducer length L., can be approxi-
mately 10 mm and the transducer height H,. can be approxi-
mately 10 mm. For other exemplary embodiments, the
transducer length L and the transducer height H,.can depend
on the desired aperture for the probe type in question and
whether more than one ASIC is utilized to span the desired
aperture.

FIG. 5 illustrates an exemplary SA 104 of the aperture 102.
In particular, the individual SA 104 includes a 2D array of
transducer elements 106. It should be noted that the use of
“2D array” in this context refers to indexing of the SA ele-
ments. The physical transducer elements 106 can be located
along any spatial surface in 3D. Although illustrated as a 5x5
array of transducer elements 106, in some exemplary embodi-
ments, the 2D array can be, e.g., 5x3, 5x6, 10x5, and the like.
Forthe exemplary SA 104 of FIG. 5, the SAP length I ;can be
approximately 1.25 mm and the SAP height Hg can be
approximately 1.25 mm. The SA 104 geometry can be
selected such that a single ASIC can be implemented for a
number of applications which span RX frequencies (i.e.,
receive frequencies) between, e.g., approximately 1 MHz and
approximately 12 MHz, and the like, and support systems
with channel counts between, e.g., approximately 16 chan-
nels and approximately 512 channels. For a full probe beam-
former, the channel count can be as low as one. For example,
in some exemplary embodiments, a 5x5 2D array of SAs 104
may be implemented with the option of combining multiple
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SAs 104 together to create larger SAs 104 with different
geometries. As described above, each SA 104 can include a
dedicated sub-aperture processor for controlling the delays
applied to the received ultrasound signals. Each sub-aperture
processor thereby applies delays to transducer elements 44
associated with the respective sub-aperture processor. FIG. 6
shows an exemplary transducer element 106 ofan SA 104. An
exemplary transducer element length [, can be approxi-
mately 250 pm and the transducer element height H,,. can be
approximately 250 pm.

In exemplary embodiments, the ultrasound probe supports
dynamic focusing, i.e., steering, for each sub-aperture using a
sub-aperture processor within a beamforming ASIC.
Dynamic focusing for the SAs 104 allows the sub-aperture
processor to dynamically track the desired steering/focus
along any receive beam vector in 3D. In particular, as will be
described in greater detail below, the exemplary method of
dynamic beamforming involves approximating the beam-
forming delays over the range of the beam and making incre-
mental delay updates to reconfigurable groups of elements at
specified intervals.

FIG. 7A shows an exemplary SA 200 which includes a 5x5
2D array of transducer elements 202. The exemplary methods
include assigning the transducer elements 202 of the SA 200
to dynamic delay update groups 204, e.g., groups A, B, C, D
and E. Transducer elements 202 within the same delay update
group 204 will receive the same delay updates for, e.g., a +20
nanosecond increment or a —20 nanosecond decrement at a
certain time interval. Transducer elements 202 in some delay
update groups 204, e.g., group C, may have a static delay, and
therefore do not receive any delay updates. Although illus-
trated as five dynamic delay update groups 204, in some
exemplary embodiments, any other number of dynamic delay
update groups 204 may be implemented. The number of
dynamic delay update groups 204 may depend on the SA 200
size. Ultrasound signals received by the respective transducer
elements 202 can be sampled, delayed and/or summed within
the sub-aperture processor for each SA 200. Each sub-aper-
ture processor applies an initial delay profile to the individual
transducer elements 202 and the delays associated with each
transducer element 202 can further be updated dynamically
over time. In particular, the initial delay and the updated
delays can be applied by the sub-aperture processor to delay
elements that receive ultrasound signals from the transducer
elements 202 to realize a dynamic updated steering/focusing
direction. In some exemplary embodiments, the initial delay
can be, e.g., approximately 10, 20, 30, and the like, nanosec-
onds. The delay elements associated with each of the trans-
ducer elements 202 of the SA 200 can be configured to sup-
port, e.g., a substantially similar initial delay, different initial
delays, and the like. FIG. 7B shows another exemplary SA
200" which includes a 5x5 2D array of transducer elements
202' which are assigned to dynamic delay update groups 205",
e.g., groups A, B, C, D and E. Many different grouping
patterns are possible, two of which are illustrated in FIGS. 7A
and 7B.

While the ultrasound signals are received by the transducer
elements 202, the sub-aperture processor can apply delay
updates, e.g., incremented delays, decremented delays, static
delays, and the like, to the ultrasound signals associated with
the transducer elements 202 based on the groups 204 to which
the transducer elements 202 are assigned. The delay updates
can be applied to substantially align in phase the ultrasound
signals received by the transducer elements 202. The steering
update patterns indicate a direction, or rotary axis, about
which the steering updates should be applied. The different
update patterns can be approximated with a relatively small
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number of possible grouping assignments in order to simplify
the required circuitry. For example, sixteen different rotary
axis patterns may be supported, two of which are shown in
FIGS. 7A and 7B. The different delay update groups may
apply delay increments or decrements at various intervals or
magnitudes.

FIG. 8 shows an exemplary delay profile for five elements
within a SAP with delay changes over time for each delay
update group, e.g., A, B, C, D and E. In particular, plotline (a)
illustrates an initial delay applied to delay elements for each
of'the transducer elements associated with the SAP, resulting
in a flat profile and a signal directed straight at a focal point.
As long as the relative delay between delay elements stays
constant, the SAP maintains a static focus which generally
does not change. The initial SAP focus can be determined by
Ax and Ay steering parameters, which specify the delay slope
in the x and y directions. Relative delays in the SAP can be
updated at regular intervals by the SAP such that the focus
direction of the SAP is changed. The time period for applying
the delay updates can be, e.g., approximately 500 nanosecond
steps.

Plotline (b) illustrates an exemplary final delay profile after
all delay updates have finished. In particular, plotline (b)
illustrates a gradual transition from the initial delay profile to
a far field profile as the sub-aperture processor applies the
delay updates at regular intervals to the ultrasound signals
associated with the grouped transducer elements. As would
beunderstood by those of ordinary skill in the art, by applying
the delay updates to the ultrasound signals, the ultrasound
signals received can be substantially aligned in phase for each
of'the dynamic delay update groups. As the delay updates are
applied to the ultrasound signals, the steer/focal direction for
the SAP can be moved. In this exemplary case, the delays for
transducer elements in groups A and E are incremented and
decremented at twice the rate, or twice the magnitude, of the
transducer elements in groups B and D. The delays for trans-
ducer elements in group C remain static.

FIG. 9 shows how an exemplary delay profile works in
conjunction with the dynamic delay update groups 204, i.e.,
groups A, B, C, D and E. At time O (point 1), the beam starts.
At point 2, the dynamical delay update increments start and
can be applied to the ultrasound signals of the transducer
elements 202 based on the group 204 assignment. Although
the magnitude of the delay updates remains constant, the rate
at which the delay updates are applied can be varied by
changing the update rate for each group 204. In some embodi-
ments, the delay updates may be applied at the same rate
while using two or more different delay update magnitudes.
Ideally, the delays associated with each transducer element
will change smoothly or gradually over time. However, these
ideal delay curves can be effectively approximated in a simple
manner with a certain number of quantized delay update
steps. In the exemplary delay profile approximation shown in
FIG. 9, it should be understood that curves (a)', (b)', (¢)', (d)'
and (e)' are the exemplary ideal element delays. Curves (a),
(b), (c), (d) and (e) are the corresponding quantized element
delays. In particular, curve (a) for group A approximates the
ideally desired curve (a)', curve (b) for group B approximates
curve (b), curve (d) for group D approximates curve (d)',
curve (e) for group E approximates curve (e)', and curve (c)
for group C remains constant. While groups A and E receive
delay updates from the sub-aperture processor based on a rate
counter at, e.g., 500 nanosecond intervals, the rate counter
can apply the delay updates to groups B and D at 1000
nanosecond intervals, half the rate of groups A and E. Further,
groups A and E receive delay updates in opposite directions,
i.e., a +20 nanosecond update for each increment and a —20
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nanosecond update for each decrement, respectively. Simi-
larly, groups B and D receive delay updates in opposite direc-
tions. Meanwhile, group C remains static with no change in
the delay signal. At point 3, the dynamic updates can be
stopped and, as can be seen from FIG. 9, at time n, the
dynamic focus of the exemplary ultrasound probe substan-
tially aligns the ultrasound signals received by the transducer
elements in phase for each of the dynamic delay update
groups. Residual beamforming errors from point 3 and
onward are demonstrated to be small and of little significance.

In some exemplary embodiments, an ideal delay profile for
an ultrasound signal received by a transducer element can
generally be approximated with a simple piecewise linear
approximation with three segments. During the first segment
of time, the initial delay remains static. During the second
segment, delay updates begin and eftectively approximate a
certain delay update rate over time. During the third segment,
the delay updates cease and delays remain static for the
remainder of the receive period. The timing for these seg-
ments may be accomplished simply with three counters, e.g.,
a START counter, a RATE counter, and a STOP counter. For
example, at point 1, the sub-aperture processor can apply an
initial delay profile, i.e., an initial depth, to the transducer
elements, which remains constant for a period of time speci-
fied by a start counter. Once the start counter has reached a
specified value at point 2, the delays within the sub-aperture
processor can be updated according to the groups with which
they are associated. In particular, the delay updates can be
incremented at some multiple of a rate counter, which deter-
mines the time between updates, thereby controlling the slope
of the delay profile updates. The application of the delay
updates can be seen in FIG. 9 as the steps which approximate
the ideal delay profile plotline. Between points 2 and 3, i.e., a
mid field position, the approximation delay updates can be
seen to more closely track the ideal delay profile. The number
of'delay updates can be counted by a stop counter and, at point
3, i.e., the stop depth, the approximation delay updates are
stopped by the sub-aperture processor. The delays for the
transducer elements will thereby remain constant for the
remainder of the receive period for the beam.

An optimal sub-aperture processor steering/focusing
direction will change with depth. Ideally, the sub-aperture
processor delay profiles can update along the receive beam to
be ideally steered for every depth of interest. The desired
delay updates can be calculated by subtracting the ideal near-
field or initial delay profile form the ideal far-field delay
profile. The residual delay pattern is the sum of the desired
dynamic delay updates which should be applied gradually as
the depth of focus increases, such that the sub-aperture pro-
cessor steering tracks the desired focal point dynamically.

The preferred delay update group pattern, or rotary axis,
can be determined by the delay updates required in the x and
y directions. Each rotary axis requires some switches in the
ASIC. To keep the complexity low, it is desirable to use a
limited number of rotary axes. In some exemplary embodi-
ments, 16 rotary axes provide 22.5 degree SAP steering reso-
Iution. In other exemplary embodiments, 8 rotary axes pro-
vide 45 degree steering resolution.

Once the rotary axis is determined, the direction that each
delay update will apply to the transducer elements within the
SAP is known. However, the number of updates and the
timing of those updates must be determined. In some exem-
plary embodiments, the start, update and stop counters are
determined by minimizing the mean delay error with respect
to ideal dynamical delays for the elements in question.

The exemplary probe thereby approximates the delay
curve with a piece-wise linear approximation, i.e., an initial
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static period, followed by one or more constant update rate
periods, followed by another static period in the far-field. The
magnitude of the delay updates and/or update rates/frequen-
cies can be different based on the group 204 being delayed. In
particular, although the magnitude of the delay updates can
remain constant, the time period between updates may be
adjusted for each group 204 to change the slope of the delay
updates. In an alternative embodiment, the delay curve
approximation can be non-linear to better resemble the ideal
dynamical focusing delays or may include additional piece-
wise linear segments.

FIG. 10 shows an exemplary block diagram of a delay
update timing controller 250 that can be implemented within
each ofthe SAPs (e.g., SAPs 48). With respect to FIG. 10, the
controller 250 can include and regulate at least one counter,
e.g., astart counter 252, a stop counter 254, a rate counter 256,
and the like, for regulating the timing of the piecewise linear
approximation of the delay updates. In some exemplary
embodiments, one counter can act as the start counter 252, the
stop counter 254, and the rate counter 256. In some exemplary
embodiments, separate counters can be implemented to per-
form the functions of the start counter 252, the stop counter
254, and the rate counter 256. The controller 250 can apply an
initial delay profile to the delay elements (e.g., delay elements
46) associated with each of the transducer elements 202,
which remains constant for a period of time specified by the
start counter 252. Once the start counter 252 reaches a speci-
fied value, e.g., a value predetermined by the controller 250,
or counts down from a specified value to 0, the delay within
the delay elements of the sub-aperture processor can be
updated according to the groups 204 to which the transducer
elements 202 are assigned. In one exemplary embodiment,
some groups 204 can be incremented, some groups 204 can
be decremented, and/or some groups 204 can remain static.

The delay updates can be incremented at some multiple (or
factor/fraction) of the rate counter 256, which determines the
time between updates. Thus, the magnitude of the delay may
differ from one group 204 to the next, e.g., some delay ele-
ments can be updated at twice (or half) the rate or with twice
(or half) the magnitude as compared to other delay elements
202. For example, based on the rate counter 256, delay
updates can be applied at 100 nanosecond periods for groups
A and E, 200 nanosecond periods for groups B and D, and not
applied for group C. Thus, if a delay update magnitude is 1.0,
group A can receive a delay increment of +1.0, group E can
receive adelay increment of —1.0, group B can receive a delay
increment of +0.5, group D can receive a delay increment of
-0.5, and group C can receive a static delay, i.e., the signal
would remain the same. In particular, in one embodiment, for
one beam, groups A and B can receive a delay modification in
one direction and groups D and E can receive a delay modi-
fication in the opposite direction. The number of updates can
further be governed by the stop counter 254. The stop counter
254 may count the number of desired delay updates and,
when the stop counter 254 reaches a specified value, e.g., a
value predetermined by the controller 250, dynamic delay
updates can be stopped by the sub-aperture processor. Once
the delay updates are stopped, the delays for the delay ele-
ments associated with each of the transducer elements 202
can remain constant for the remainder of the beam receive
period.

The assignment of dynamic delay update groups 204, the
magnitude of the initial delay, and/or the magnitude of the
delay updates can be reevaluated and reassigned by the con-
troller 250 of the sub-aperture processor for each beam. Thus,
the initial delay profile can be defined by the desired steering
of the beam and can be updated for each beam, while the
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dynamic delay updates profile can be varied over time for
each beam. The sub-aperture processor can further sum the
ultrasound signals of all the transducer elements 202 of the
SA (e.g., SA 42,200) and implement one channel as an output
of'the SAP for the entire SA that can be communicated to the
main processing unit external to the probe. Thus, for example,
rather than implementing 25 channels for a 5x5 SA, one
channel can be used, thereby reducing the number of cables or
wires extending between the ultrasound probe and the main
processing unit. Utilizing the piecewise linear approximation
for the delays and subsequently combining the phase aligned
signals into a single channel for each sub-aperture can sig-
nificantly reduce the complexity for implementing a dynamic
beamformer and may reduce the silicon area required. If the
total circuitry needed for an element is less than or approxi-
mately equal to the size of the transducer element, the ASIC
may be placed directly behind the transducer stack. The
reduced silicon area can also be advantageous for the signal
processing and power requirements of the ultrasound probe.

With reference to FIG. 11, an exemplary steering plot is
illustrated for two SAPs at different positions on the aperture
shown in FIG. 4. In particular, a SAP near the edge of the
array of transducer elements is represented by piecewise lin-
ear curve (a) and approximated by curve (a)' and a SAP near
the center of the array of transducer elements is represented
by curve (b) and approximated by curve (b)'. As described
above, an initial delay is applied during time period A to each
SAP until a specified value is reached by the start counter 252.
The delay update approximation is then applied during time
period B to each SAP based on a rate determined by a rate
counter 256. Once a specified number of delay updates have
been reached at time period C, the stop counter 254 can stop
the delay updates and a static delay remains for the remainder
of the beam.

While exemplary embodiments have been described
herein, it is expressly noted that these embodiments should
not be construed as limiting, but rather that additions and
modifications to what is expressly described herein also are
included within the scope of the invention. Moreover, it is to
be understood that the features of the various embodiments
described herein are not mutually exclusive and can exist in
various combinations and permutations, even if such combi-
nations or permutations are not made express herein, without
departing from the spirit and scope of the invention.

The invention claimed is:

1. An ultrasound probe with sub-aperture processing
capable of dynamic focus, comprising:

an array of transducer elements that forms a sub-aperture in

the ultrasound probe, wherein the transducer elements
of the sub-aperture are configured to receive ultrasound
signals, and wherein the transducer elements of the sub-
aperture are divided into a plurality of dynamic delay
update groups comprising at least a first group of trans-
ducer elements and a second group of transducer ele-
ments;

a sub-aperture processor configured to:

apply an initial delay to the transducer elements of the
sub-aperture; and

dynamically apply delay updates to the ultrasound sig-
nals associated with the transducer elements of the
sub-aperture, wherein the delay updates are applied to
the ultrasound signals repeatedly for a predetermined
time period to approximate an ideal delay profile, and
wherein a magnitude of the delay updates is depen-
dent on the dynamic delay update groups.

2. The ultrasound probe of claim 1, wherein the sub-aper-
ture processor is configured to:
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apply a first delay modification to the first group of trans-

ducer elements within the sub-aperture; and

apply a second delay modification to the second group of

transducer elements within the sub-aperture, wherein
the first delay modification is different from the second
delay modification.

3. The ultrasound probe of claim 2, wherein the first delay
modification and the second delay modification are applied in
different directions as a delay increment or a delay decre-
ment.

4. The ultrasound probe of claim 2, wherein the dynamic
delay update groups within the sub-aperture are updated at
two or more different rates.

5. The ultrasound probe of claim 1, wherein the delay
updates are a piecewise linear approximation of the ideal
delay profile associated with the transducer elements in the
dynamic delay update groups.

6. The ultrasound probe of claim 1, wherein the transducer
elements of the sub-aperture are configured to transmit ultra-
sound signals, and wherein the sub-aperture processor is con-
figured to apply the initial delay to the ultrasound signals to
specify a focal point of the ultrasound signals.

7. The ultrasound probe of claim 1, wherein the sub-aper-
ture processor is configured to apply the delay updates to the
ultrasound signals to substantially align the ultrasound sig-
nals received by the transducer elements in phase for each of
the dynamic delay update groups.

8. The ultrasound probe of claim 1, wherein the sub-aper-
ture processor is configured to process a first beam with a first
set of dynamic delay update parameters and a second beam
with a second set of dynamic delay update parameters, and
wherein the first set of dynamic delay update parameters are
different from the second set of dynamic delay update param-
eters.

9. The ultrasound probe of claim 1, wherein the sub-aper-
ture processor is configured to set a rate for applying discrete
delay updates to the ultrasound signals associated with the
transducer elements of the sub-aperture.

10. The ultrasound probe of claim 1, wherein the sub-
aperture processor is configured to set a magnitude of the
initial delay applied to the ultrasound signals associated with
the transducer elements of the sub-aperture.

11. The ultrasound probe of claim 1, wherein the delay
updates are one of an incremented delay, a static delay, or a
decremented delay.

12. The ultrasound probe of claim 1, wherein the sub-
aperture processor is configured to apply a set of initial delays
to the ultrasound signals associated with the transducer ele-
ments of the sub-aperture, begin applying the delay updates to
the ultrasound signals associated with the transducer ele-
ments of the sub-aperture in response to a start counter, con-
tinue applying the delay updates at intervals specified by a
rate counter, and stop applying the delay updates to the ultra-
sound signals associated with the transducer elements of the
sub-aperture in response to a stop counter.

13. An ultrasound system with a dynamic focus, compris-
ing:

an ultrasound probe comprising an array of transducer

elements that form a sub-aperture, wherein the trans-
ducer elements of the sub-aperture are configured to
receive ultrasound signals, and wherein the transducer
elements of the sub-aperture are divided into a plurality
of dynamic delay update groups comprising at least a
first group of transducer elements and a second group of
transducer elements;

a sub-aperture processor configured to:
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apply an initial delay to the transducer elements of the
sub-aperture; and

dynamically apply delay updates to the ultrasound sig-
nals associated with the transducer elements of the
sub-aperture, wherein the delay updates are applied to
the ultrasound signals repeatedly for a predetermined
time period to approximate an ideal delay profile, and
wherein a magnitude of the delay updates is depen-
dent on the dynamic delay update groups.

14. The ultrasound system of claim 13, wherein the sub-
aperture processor comprises at least one counter.

15. The ultrasound system of claim 14, wherein the sub-
aperture processor is configured to apply the initial delay to
ultrasound signals associated with the transducer elements,
apply the delay updates in response to the at least one counter,
apply discrete delay updates to the ultrasound signals associ-
ated with the transducer elements at a specified rate each time
the at least one counter reaches a specified value, and stop the
delay updates after completing a specified number of delay
updates has been completed.

16. A method of receiving ultrasound signals with a
dynamic focus, comprising:

applying an initial delay to ultrasound signals associated

with transducer elements of a sub-aperture disposed in
an ultrasound probe;

dividing the transducer elements of the sub-aperture into a

plurality of dynamic delay update groups comprising at
least a first group of transducer elements and a second
group of transducer elements; and

applying delay updates to the ultrasound signals associated

with the transducer elements of the sub-aperture,
wherein the delay updates are applied to the ultrasound
signals repeatedly for a predetermined time period to
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approximate an ideal delay profile, and wherein a mag-
nitude of the delay updates is dependent on the dynamic
delay update groups.

17. The method of claim 16, further comprising transmit-
ting the ultrasound signals via the transducer elements of the
sub-aperture and applying the initial delay to the ultrasound
signals via a sub-aperture processor to specify a focal point of
the ultrasound signals.

18. The method of claim 16, further comprising receiving
the ultrasound signals via the transducer elements of the
sub-aperture and applying the delay updates to the ultrasound
signals via a sub-aperture processor to substantially align the
ultrasound signals received by the transducer elements in
phase for each of the dynamic delay update groups.

19. The method of claim 16, further comprising processing
a first beam using a first set of dynamic delay update param-
eters and a second beam using a second set of dynamic delay
update parameters, wherein the first set of dynamic delay
update parameters are different from the second set of
dynamic delay update parameters.

20. The method of claim 19, further comprising applying
different delay increments or decrements for the delay
updates for each of the first and second sets of dynamic delay
update parameters.

21. The method of claim 19, further comprising applying
different delay update periods for the delay updates for each
of the first and second sets of dynamic delay update param-
eters.

22. The method of claim 19, further comprising setting a
rate for discretely applying the delay updates to the ultra-
sound signals associated with the transducer elements of the
sub-aperture.



